TESTING LABORATORY DIRECTORATE

EUROTEST-CONTROL EAD

108 Besarabia St, 1517 Sofia, tel. + 359 2 4470 360; tel/fax + 359 2 8720 596; www.eurotest-control.bg, E-mail: office@eurotest-control.bg

Certificate of Accreditation, Reg. No. 9 L1/30.06.2017, valid until 31.05.2020,
issued by EA BAS, in accordance with the requirements of standard BDS EN ISO/IEC 17025:2006

QF 510-1/EN
version 4/2014

TEST REPORT
No. 4553 /07.07.2017

1. Charcoal
(product designation-type, brand, sort, etc.)

2. Client: "Carbo Energy" OOD. The sample is submitted by the client.

(client's name and address, sampling repo( number and date)

3. Test methods: BDS EN 1860-2:2005; BDS 1SO i 171,'2012; BDS 1SO 1928:2011; BDS ISO
19519:2008; BDS ISO 562:2012; BDS ISO 579:2015; BDS ISO 687:2012

(standard or validated method number)

4. Samples receiving date for test in the laboratory with Request Incoming No. 1247 105.07.2017

5. Tested samples quantity: 1 sample, barbecue charcoal imported from Nigeria
(samples identification, samples quantity and their mass, object,etc.)

6. Test performing period: 05.07.2017 to 07.07.2017 /
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7. Test results

QF 510-1

version 4/2014

Sample No., lab. No., object: Sample No.1, lab. No. 1706792, taken barbecue charcoal imported from Nigeria Index
value and limit (norm, category) in accordance with: BDS EN 1860-2:2005

No. Index name Unit Standards / validated methods | Test results (value, | Index value and Test
uncertainty) limit conditions
1 2 3 5 6 7

1| Total moisture % BDS I1SO 579:2015 4.52+0.14 <8% t (22+4) °C
RH (30+60)%
2| Analytical moisture % BDS ISO 687:2012 0.47 £0.01 not normalized |t (22+4) °C .
RH (30+60)%

3|Ash - t (22+4) °C
RH (30+60)%

Ash (on dry fuel, Ad) % BDS I1SO 1171:2012 3.33+£0.07 <8% t(22+4) °C
RH (30+60)%

41Volatile matter - t (2214) °C
RH (30+60)%

Volatile matter (on dry fuel % BDS ISO 562:2012 19.20 £ 0.38 not normalized |t (22+4) °C
Vd) RH (30+60)%

5| Sulfur - t(22+4) °C
RH (30+60)%

Sulfur (on dry fuel, Sd) % BDS ISO 19579:2008 0.028 +0.003 not normalized |t (22+4) °C
RH (30+60)%

6 | Calorific value - t (2244) °C
RH (30+60)%

Calorific value (net on dry kcallkg BDS ISO 1928:2011 6852 + 24 not normalized |t (22+4) °C
fuel , Qnet,v,d) RH (30+60)%

Calorific value (net on kcal/kg BDS I1SO 1928:2011 7204 + 25 not normalized |t (22+4) °C
working fuel, Qnet,v,ar) RH (30+60)%

7 |Fixed carbon % BDS EN 1860-2:2005 77.47 £0.50 >75% t(2244) °C
RH (30+60)%

Opinion on test results: Sample No. 1, Lab. No 1706792 tested by characteristics: Total moisture; Ash (on dry fuel,

Ad); Fixed carbon conforms to the requirements of BDS EN 1860-2: 2005.

NOTES:I. TLD is not responsible for the accuracy of sampling, sample storage life and sample storage conditions

preceding submission to the laboratory.
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